Mechanical assessment of interocclusal clearance.
Appropriate design considerations for pediatric or adult appliances are a part of diagnosis as well as therapy. These include occlusal factors. The occlusal considerations warrant accurately accommodating the cast metal framework or wire elements of a removable appliance. A gauge measurement can be accomplished utilizing the device we describe.